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Abstract
Background: Biological variation data for free plasma ami-
no acids are lacking from the more comprehensive databases.
Therefore, we determined the intra- and inter-individual com-
ponents of variation in healthy subjects. These data were
used to define desirable goals for imprecision, bias and total
error, indices of individuality and reference change values.
Methods: Plasma samples were collected from 11 volunteers
at weekly intervals over 5 weeks. Free plasma amino acids
were analyzed by reversed-phase HPLC and analytical and
biological variation data were derived using ANOVA.
Results: Intra-individual coefficients of variation ranged
from 9.5% to 46.4%, with lower values among the essential
amino acids. The mean inter-individual coefficient of varia-
tion was 46.6% and was higher than intra-individual values
for all amino acids. Thus, indices of individuality were below
0.8. Reference change values ranged from 30.9% to 128.4%
and total error values ranged from 15.2% to 61.0%.
Conclusions: Plasma amino acids exhibit relatively low
intra-individual coefficients of variation, with essential ami-
no acids showing tighter homeostatic control. Analytical
quality goals can be reasonably achieved with current meth-
ods. Reference intervals are of limited value in the detection
of unusual results in an individual. Therefore, comparison of
serial results by means of the reference change values is
recommended.
Clin Chem Lab Med 2010;48:99–104.
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Introduction
Measurement of free plasma amino acids has been used as
a useful biochemical parameter for the diagnosis, prognosis
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and clinical management of inborn errors of amino acid
metabolism (1–4). In addition, in adults they are used pri-
marily in the assessment of nutritional status (4–7). In recent
years, the importance of nutritional status in patients with
chronic renal or liver disease has been emphasized by studies
that relate malnutrition with increased morbidity and mor-
tality. Thus, nutritional status as assessed by plasma concen-
trations of amino acids in predialysis patients has been
considered to be a predictor for prognosis in the first period
of dialysis (8–10). Also, nutritional related imbalances of
free plasma amino acids before transplant surgery in patients
with chronic liver disease have been associated with a higher
rate of complications and a decreased overall survival rate
following transplantation (11, 12).
Correct interpretation of changes in the plasma amino acid
profile in these situations would benefit from knowledge of
the inherent random variation in plasma concentrations, usu-
ally termed biological variation. Within-subject or intra-indi-
vidual biological variation could be described as the average
random fluctuation around a homeostatic setting point.
Between-subjects or inter-individual biological variation is
defined as the difference between the set-points of individ-
uals (13, 14). Quantitative data of the components of
biological variation have been used to assess the utility of
population-based reference intervals through the index of
individuality (II) (15, 16), and to calculate the reference
change value (RCV) required for the assessment of the sig-
nificance of changes in serial results from an individual (17,
18). Likewise, it has been suggested that desirable analytical
quality specifications are best based on components of
biological variation (19, 20).
The method commonly employed in clinical laboratories
for the analysis of free plasma amino acids is automated ion-
exchange chromatography (IEC) in combination with post-
column ninhydrin detection. This methodology provides
simplicity in sample preparation and high reproducibility,
being considered the reference method (21, 22). However,
the long analytical run time is the main drawback (22, 23).
Reversed-phase high-performance liquid chromatography
(RP-HPLC) has been used as an alternative due to its higher
sensitivity, versatility and speed of analysis. The most com-
mon RP-HPLC methods involve precolumn derivatization
with phenylisothiocyanate (PITC) or o-phthalaldehyde
(OPA). OPA methods have been proposed for measurement
of primary amino acids in physiological fluids, while PITC
methods have been recommended when both primary and
secondary amino acids are being determined (22).
Objective quality specifications for imprecision (I), bias
(B) and total error (TE) of these measurements have not been
defined. In addition, data regarding the biological variation
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of free plasma amino acids have not been documented in the
more comprehensive biological variation databases (24, 25).
This lack of reliable biological variation data could be related
to technical complications associated with the measurement
of plasma amino acids. In particular, the long analytical run
time in the IEC method may have hampered the application
of experimental models recommended for the study of bio-
logical variation (13).
In the present study, we used a RP-HPLC method with
PITC pre-column derivatitazion to obtain data on biological
variation (intra- and inter-individual) for free plasma amino
acids in apparently healthy persons. The data were used to
define analytical quality specifications (I, B, TE), to assess
the usefulness of population-based reference intervals, to
evaluate the significance of changes in serial results from an
individual, and to establish the number of specimens required




Eleven apparently healthy volunteers (8 females and 3 males; age
range, 21–50 years) were recruited for this study. During the study
period, all maintained their usual lifestyles. The study was per-
formed in accordance with the Helsinki Declaration and the design
and execution of the experiment were explained thoroughly to the
participants, and informed consent was obtained.
Once weekly for 5 weeks and at the same time of the day
(8:30–10:00), blood samples were obtained from each volunteer
(only 4 weeks in one subject) under standardized conditions to min-
imize sources of preanalytic variation. Samples were collected, fol-
lowing an overnight fast, into evacuated lithium heparin gel tubes
(Vacuette, Greiner Bio-one, Kremansmünster, Austria), with sub-
jects in a sitting position and avoiding venous stasis. All specimens
were immediately centrifuged at 3500 g for 10 min at room tem-
perature. Plasma samples were aliquoted and stored at –808C for a
maximum of three months before analysis.
Analytical method
Measurements of amino acid concentrations in heparinized plasma
samples were performed using gradient RP-HPLC with the Pico Tag
method (Waters, Milford, MA, USA) according to manufacturer’s
specifications (26) with a Breeze HPLC analytical system from
Waters. All chemicals and solvents were purchased from Sigma-
Aldrich (Saint Louis, MO, USA) and Merck (Darmstadt, Germany),
respectively. HPLC-grade water was obtained from a MilliQ system
from Millipore (Bedford, MA, USA). A solution of methionine sul-
fone, 400 mmol/L in 0.1 mol/L HCl, was used as internal standard
and the calibration mixture consisted of two commercial solutions
of acid-neutral and basic amino acids in HCl 0.1 mol/L, plus a
solution of glutamine in water. The concentration of each amino
acid in the final mixture was 400 mmol/L, except for cystine which
had a concentration of 200 mmol/L.
Prior to analysis, all samples were thawed at room temperature
and mixed to ensure homogeneity. Using pre-rinsed (0.1 mol/L HCl)
filter devices (Microcon Ultracel YM-10, Millipore), 400 mL of
each sample, diluted 1:1 with internal standard, were deproteinized
by ultrafiltration through a regenerated cellulose membrane with a
molecular weight (Mr) limit of 10,000. Deproteinized samples
(50 mL) were derivatizated with PITC by means of three steps of
evaporation to dryness in a vacuum station (Waters). The first dry-
ing step was performed on the calibration mixture and sample ultra-
filtrates. A second drying step was performed following treatment
with 10 mL of a solution of methanol (1 mol/L sodium acetate-
triethylamine (2:2:1 by volume), and a third step after treatment for
10 min with 20 mL of a derivatization reagent (methanol-triethyl-
amine-water-PITC (Pierce); 7:1:1:1 by volume). After derivatiza-
tion, the phenyltiocarbamyl amino acid derivatives were separated
by gradient RP-HPLC on a C18 Pico-Tag physiological free amino
acid column (300=3.9 mm (i.d.)) at 468C, using a stated binary
gradient of Waters eluents 1 and 2 at a flow rate of 1.0 mL/min.
Separation took 65 min.
To remove inter-batch analytical variation, all samples were
assayed in a single continuous batch over 5 days. Daily, after ran-
dom selection, a fifth of derivatized patient samples were dissolved
in 100 mL of the sample diluent (Waters) and 10 mL was injected.
To calculate intra-batch analytical variation, the first sample col-
lected from each subject was deproteinized, derivatized and ana-
lyzed in duplicate. Single lots of reagents, eluents and calibrators
were used and the assay was performed by a single analyst to min-
imize analytical variation. For routine quality control, aliquots of a
lyophilized plasma pool, stored at –208C, are analyzed with every
batch. The assay is evaluated on a regular basis through participa-
tion in the ERNDIM external quality assessment (EQA) scheme
(http://www.erndimqa.nl).
Statistical analysis
Statistical analysis was performed with SPSS software (11.0 for
Windows, SPSS Inc, Chicago, IL, USA). A Gaussian distribution
was assessed using the Shapiro-Wilk test and by verification of the
straightness of a normal plot. Data for free plasma amino acids
showed a Gaussian distribution. Thus, outliers were defined as those
values exceeding "3 SD and tested at two levels: individual data
from every subject (within-subject data) and global data from all
subjects (between-subjects data). After exclusion of outliers, bio-
logical variation data were estimated according to the method pub-
lished by Fraser et al. (13, 14).
Analytical variance (SDA2) was calculated from the differences
between the duplicates according to the formula:
2 2SD sSd /2NA
where d is the difference between duplicates and N is the number
of duplicates. The SDA2 is expressed as relative SDA to the first
sample concentration, analytical coefficient of variation (CVA). For
each free plasma amino acid, one-way analysis of variance was used
to divide the total variance into between-subject (SDG2) variance
and total within-subject variance (SDTI2). Since SDTI2 includes both
biological and analytical components, the within-subject variance
(SDI2) was obtained by subtraction using the formula:
2 2 2S sS –SI TI A
Within-subject and between-subject biological variation was
expressed as the coefficient of variation by the use of the homeo-
static mean of each individual, within-subject coefficient of varia-
tion (CVI) and the overall mean, between-subject coefficient of
variation (CVG), respectively.
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Table 1 Components of biological variation and derived parameters for free plasma amino acids.
Amino acid na Mean, Range, mmol/L CVIb, CVGc, IId RCVe, NHSPf
mmol/L % % %
Abug 52 21.1 9.2–33.2 24.7 32.3 0.8 73.0 7
Ala 54 405.7 215.8–597.7 14.7 55.8 0.3 41.3 2
Arg 51 81.4 45.3–130.1 19.3 34.1 0.6 54.3 4
Asn 54 128.7 85.6–177.4 12.3 28.0 0.4 35.0 2
Asp 50 2.9 0.8–5.3 31.2 55.1 0.6 88.2 10
Cit 51 57.6 11.7–84.5 21.4 43.9 0.5 62.7 5
(Cys)2h 53 22.2 5.5–44.1 38.3 48.5 0.8 112.3 16
Glu 50 58.8 25.1–155.7 46.4 79.9 0.6 128.4 21
Gln 52 546.3 350.2–676.6 12.1 22.0 0.6 34.0 2
Gly 54 211.1 117.9–338.9 11.8 40.3 0.3 33.0 1
His 53 62.2 40.6–81.5 9.7 27.2 0.4 36.2 1
Hypi 50 12.0 0.8–28.6 34.5 56.7 0.6 96.5 12
Ile 53 46.4 27.6–79.4 15.5 45.5 0.3 46.0 3
Leu 53 136.8 85.7–248.4 14.8 44.0 0.3 44.1 2
Lys 53 164.9 102.7–231.0 11.5 38.2 0.3 33.7 1
Met 53 28.3 12.2–42.7 14.7 43.4 0.3 41.9 2
Orn 53 51.1 25.5–99.9 18.4 54.9 0.3 52.5 3
Phe 52 63.0 38.7–96.1 9.5 40.6 0.2 30.9 1
Pro 52 276.0 137.3–620.2 17.0 104.4 0.2 58.1 3
Ser 52 108.6 56.1–158.0 12.8 42.8 0.3 36.0 2
Tauj 53 63.6 32.2–120.9 30.6 44.0 0.7 85.3 9
Thr 54 143.0 82.3–215.6 17.9 33.1 0.5 50.7 3
Trp 52 27.3 7.9–81.9 22.7 152.6 0.2 65.8 6
Tyr 52 73.3 40.4–127.5 10.5 61.0 0.2 31.1 1
Val 51 220.1 128.1–324.9 10.6 40.1 0.3 32.3 1
an, number of data available for each amino acid after the exclusion of outliers; bCVI, within-subject coefficient of variation; cCVG, between-
subject coefficient of variation; dII, index of individuality; eRCV, reference change value (bi-directional 95% confidence); fNHSP, number
of samples required to estimate the homeostatic setting point (95% confidence, 20% accuracy); gAbu, a-aminobutyric acid; h(Cys)2, cystine;
iHyp, hidroxiproline; jTau, taurine.
Biological variation data for free plasma amino acids were used
to estimate the desirable quality specifications for I, B and TE, using
the following formulas (19).
Is0.5CVI
2 2 1/2Bs0.25(CV qCV )I G
2 2 1/2TEs1.65(0.5CV )q0.25(CV qCV )I I G
The II, which yields information regarding the utility of popula-
tion-based reference intervals, was calculated as the ratio CVI/CVG
(16). The RCV, wich is the difference required for two serial results
measurements to have clinically significantly changed at p-0.05,
was calculated as in (17).
1/2 2 2 1/2RCVs2 1.96(CV qCV ) s2.77CVA I TI
The NHSP for each amino acid with a statistical confidence of
95% and "20% accuracy was calculated as in (27):
2 2 1/2 2NHSPsw1.96(CV qCV ) /20xA I
Results
Of the 1350 data points, 44 were classified as outliers. The
number of remaining data points for each amino acid is
shown in Table 1. Data points excluded were below 10% for
each amino acid, and a uniform distribution of these outliers
was observed among samples and subjects. Also shown in
Table 1 are the overall means, ranges, and the CVI and CVG
for each amino acid. Also shown is the II, RCV and NHSP,
which are derived from the data on biological variation.
Because of the small sample size, significant differences in
the CV between sexes cannot be demonstrated, therefore,
only the totals are presented.
The CVI values observed for free plasma amino acids
ranged from 9.5% to 46.4%, with a median of 15.3%. The
CV values for essential amino acids were generally lower
than that of the non-essential amino acids, for both within-
and between-subjects, indicating tighter homeostatic control.
Mean CVG was 46.6% and CVG was higher than CVI for all
amino acids, with values for Pro and Trp over 100%. As a
result, the II values obtained for free plasma amino acids
were below 1 (range, 0.2–0.8), with most being below 0.6.
The RCV values, computed as a significant (p-0.05) change
between serial results, ranged from 30.9% to 128.4%, and
values below 50% were observed for the essential amino
acids. For most of the amino acids, 1–4 samples would be
sufficient to provide an estimate of the homeostatic set point
(within "20% with a confidence of 95%), with the excep-
tion of Trp among the essential amino acids.
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Table 2 Assay imprecision and desirable specifications derived from biological variation data.
Amino acid CVA intraa, CVA interb, Ic, Bd, TEe,
% % % % %
Abuf 9.3 9.9 12.3 10.2 30.5
Ala 2.7 4.0 7.3 14.4 26.5
Arg 3.0 3.3 9.7 9.8 25.8
Asn 3.1 4.6 6.1 7.6 17.7
Asp 5.7 6.4 15.6 15.8 41.7
Cit 7.2 7.4 10.7 12.2 47.2
(Cys)2g 13.3 15.9 19.1 15.4 47.0
Glu 2.6 3.8 23.1 23.1 61.0
Gln 2.1 2.9 6.0 6.3 16.2
Gly 1.4 3.2 5.9 10.5 20.2
His 5.5 5.5 4.9 7.2 15.2
Hyph 4.3 8.3 17.3 16.6 45.1
Ile 5.8 6.1 7.8 12.0 24.9
Leu 5.9 6.2 7.4 11.6 23.8
Lys 4.0 9.4 5.7 10.0 19.4
Met 3.6 7.3 7.3 11.5 23.6
Orn 4.4 9.2 9.2 14.5 29.7
Phe 5.9 6.0 4.7 10.4 18.2
Pro 1.5 3.0 10.4 26.4 40.1
Ser 2.3 2.8 6.4 11.2 21.7
Taui 3.5 4.7 15.3 13.4 38.6
Thr 3.7 4.3 8.9 9.4 24.1
Trp 6.7 8.1 11.4 38.6 48.0
Tyr 3.9 4.0 5.2 15.5 24.1
Val 5.0 5.0 5.3 10.4 19.1
aCVA intra, intra-batch analytical imprecision; bCVA inter, inter-batch analytical imprecision; cI, imprecision; dB, bias; eTE, total error; fAbu,
a-aminobutyric acid; g(Cys)2, cystine; hHyp, hidroxiproline; iTau, taurine.
Duplicate samples were used to calculate intra-batch
imprecision. The CVA values are shown in Table 2. Differ-
ences in duplicate data for free plasma amino acids showed
a Gaussian distribution with the exception of Pro which
required log-transformation of the raw data. For each plasma
amino acid, the between-batch imprecision from 11 routine
analyses performed over three months and the desirable qual-
ity specifications for I, B and TE derived from biological
variation data are presented in Table 2. The CVA of our lab-
oratory method were less than the desirable imprecision
goals for all amino acids except His and Phe for the intra-
batch imprecision, and His, Phe or Lys for inter-batch impre-
cision. TE values ranged from 15.2% to 61.0%, with a
median of 23.6% for the essential and 30.1% for the non-
essential amino acids.
Discussion
The increasing interest in the application of biological vari-
ation data has prompted the study of several ‘‘esoteric’’ ana-
lytes, such as N-terminal pro-brain natriuretic peptide (28),
blood vitamins (29) or asymmetric dimethylarginine (30).
However, to our knowledge, no previous specifically
designed studies on biological variation have been reported
for free plasma amino acids. We have generated biological
variation data for free plasma amino acids using an experi-
mental protocol which represents a trade-off between the
long analytical run times required per analysis, and the rec-
ommended duplicate examination in a single analytical batch
(13). The random duplicate analysis of the first sample col-
lected from each subject allowed us to estimate the analytical
variation keeping an adequate number of subjects and
specimens.
Free plasma amino acids exhibit relatively low CVI values,
similar to those reported for other diet related metabolites
such as, plasma vitamins (29). The essential amino acids
showed lower CVI than non-essential amino acids. This
probably reflects differences in metabolic control since the
non-essential amino acids would be more influenced by
potential changes in physiologic conditions between sam-
pling dates (1, 20). Prior et al. (31), in a study of conditions
altering plasma concentrations of amino acids in elderly
women, generated estimates of biological variation and
described equivalent CVI data and similar differences
between the CVI values for essential and non-essential amino
acids. In contrast, our study shows higher CVG values for
the majority of plasma amino acids compared with those
observed by Prior et al. in fasted elderly subjects. Differences
in populations studied and experimental protocols may
explain these discrepancies.
The utility of population-based reference intervals in clin-
ical decision-making depends on the individuality of the ana-
lyte (16), which is expressed as II. When the II is -0.6, the
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analyte shows high individuality and a single result com-
pared with the reference interval is considered to have little
diagnostic value. In contrast, when II is )1.4, the analyte
shows low individuality and reference intervals are clinically
useful (13, 14). In our study, the II was -0.8 for all amino
acids studied, indicating the limited diagnostic utility of ref-
erence intervals in the context of nutritional assessment.
Comparison of serial results from the amino acid profile for
an individual seems to be of most value for appropriate clin-
ical interpretation.
The RCV is an important clinical tool for the assessment
of changes in patients being monitored in pathological situ-
ations (14, 17). The RCVs were high for amino acids pri-
marily due to their within-subject component of variation, a
common finding in other diet-related metabolites studied in
plasma (29). Therefore, relatively large differences between
results of sequential samples would be required, i.e., a dif-
ference of 31% between two consecutive results in hyper-
phenylalaninemia monitoring would be necessary to indicate
significant changes as a result of treatment. Interestingly,
-3–4 sampling days are needed to establish characteristic
concentrations for the majority of the amino acids, according
to biological variation data.
The European consensus established that the best quality
specifications in laboratory medicine are those based on bio-
logical variation (19, 20). Also, a desirable analytical CV of
0.5 times CVI is usually considered because this assay impre-
cision adds only a 12% to the data variability. This desirable
goal for imprecision was widely fulfilled in our laboratory
for free plasma amino acids, except for His, Phe and Lys.
As a consequence of their lower CVI, these essential amino
acids would require more stringent assay performance,
although the measurement easily meets the minimum goal
for imprecision (0.75 CVI). In addition, it has been proposed
(32) that EQA schemes should use TE based on biology for
describing the maximum allowable error for single deter-
minations of quality-control materials. Therefore, it is hoped
that these biological variation data may serve to apply this
approach in the analysis of free plasma amino acids.
In summary, we generated biological variation data for
free plasma amino acids, observing relatively low CVI val-
ues, especially for some essential amino acids like His, Phe
and Val. Analytical quality specifications were derived from
biological variation data, and imprecision goals can be rea-
sonably achieved with current methods. Reference intervals
for free plasma amino acids are of limited value in the detec-
tion of unusual results for a particular individual, and
sequential analysis of the amino acids profile by means of
the RCV is recommended.
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